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Diese Auflistung von gefalschten Zertifikaten basiert auf Angaben, die der mdc medical device certification GmbH in Form einer bildhaften Darstellung zu Kenntnis gelangt sind.
mdc liegen in der Regel keine Erkenntnisse vor, wer der Urheber oder Verbreiter der Félschungen ist. Die nachfolgend dargestellten Daten zeigen die Angaben auf den gefalsch-
ten Zertifikaten. Unbenommen davon kénnen Zertifikate mit Teilen dieser Daten giiltig sein.

This list of falsified certificates is based on information that has come to the attention of mdc medical device certification GmbH in the form of a pictorial representation.
mdc medical device certification GmbH has become aware of.

As a rule, mdc has no knowledge of the originator or disseminator of the counterfeits. The data below show the information on the falsified certificates.

Irrespective of this, certificates with parts of these data may be valid.

Nr. | Zertifikatsnummer Inhaber Grundlagentyp | Grundlage | Gultig | Gultig | Giltig Status Geltungsbereiche
Certificate number Certificate holder Type Type name | Valid ab bis Scope
Valid Valid
from until
1. 0483/D1263400015_AM_PHARMA_RL_fake AM-Pharma B.V. EU-Richtlinie / RL Nein/ | 2019- 2024- Gefalscht / sterile Einwegspritzen, Infusions-, Perfusi-
EU-Directive 93/42/EWG, | No 09-10 05-26 Fake ons- und Transfusionssets, Kandlen, sterile
Anhang V, OP-Handschuhe, intravendse Katheter
3
2. 0483/HRB48209_ATC_Medical_Technics_GmbH_fake ATC MEDICAL EU-Richtlinie / RL Nein/ | 2020- 2024- Gefalscht / sterile disposable syringes, surgical face
TECHNICS GmbH EU-Directive 93/42/[EWG, | No 03-16 11-28 Fake masks, infusion sets, perfusion & transfusion
Anhang V, sets, sterile needles, sterile surgical gloves,
3 intravenous catheter and infrared thermome-
ters
3. 0483/D1235500014_Ortex_Poland_s_c_fake Ortex Poland s.c. EU-Richtlinie / RL Nein/ | 2019- 2025- Gefalscht / electro stimulators (see attachment)
EU-Directive 93/42/[EWG, | No 11-28 10-13 Fake
Anhang V,
3
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4. 0483/D1263400015_Phoenix_Pharma_BV_fake Phoenix Pharma BV EU-Richtlinie / RL Nein/ | 2019- 2024- Gefalscht / sterile Einwegspritzen, Infusions-, Perfusi-
EU-Directive 93/42/[EWG, | No 09-10 05-26 Fake ons- und Transfusionssets, Kanulen, sterile
Anhang V, OP-Handschuhe, intravendse Katheter
3
5. D1263400015_fake POTOKY LLC EU-Richtlinie / RL Nein/ | 2019- 2024- Gefalscht / distribution of disposable surgical face mask
EU-Directive 93/42/EWG, | No 09-10 05-26 Fake
Anhang V,
3
6. 0483/D1263400015 World_Food_Trading_BV_fake World Food Trading BV EU-Richtlinie / RL Nein/ | 2019- 2024- Gefalscht / sterile Einwegspritzen, Infusions-, Perfusi-
EU-Directive 93/42/EWG, | No 09-10 05-26 Fake ons- und Transfusionssets, Kandlen, sterile
Anhang V, OP-Handschuhe, intravendse Katheter
3
7. 0483/D1263400017_Nasza_Chata_Medical_FAKE Nasza Chata Medical EU-Richtlinie / RL Nein/ | 2020- 2024- Gefalscht / sterile disposable syringes, infusion sets,
Products EU-Directive 93/42/[EWG, | No 03-26 05-26 Fake perfusion sets and transfusion sets, sterile
Anhang V, needles, sterile surgical gloves, intravenous
3 catheters, surgical gowns, surgical kits and
surgical drapes
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8. 0483_D1263400017_Lars_Qvist_ EN_ISO_13485_FAKE | Lars Qvist EU-Richtlinie / RL Nein/ | 2020- 2024- Gefalscht / sterile disposable syringes, infusion sets,
EU-Directive 93/42/[EWG, | No 03-26 05-26 Fake perfusion sets and transfusion sets, sterile
Anhang V, needles, sterile surgical gloves, intravenous
3 catheters, surgical gowns, surgical kits and
surgical drapes
9. 0483_D1389900004_AISA_EN_ISO_13485_ FAKE AISA CORPORATION QM-Norm / ENISO Nein/ | 2019- 2027- Gefalscht / Surgical, Dental, Beauty, Manicure & Pedi-
QM-Standard 13485 No 10-22 10-22 Fake cure, Veterinary Instruments
10. | 0483_D1180200021_K-implant_GmbH_FAKE K-implant GmbH QM-Norm / DIN ENISO | Nein/ | 2020- 2030- Gefalscht / Entwicklung, Herstellung und Vertrieb von
QM-Standard 13485:2012 | No 08-31 07-09 Fake Medizinprodukten im Bereich Orthopadie
und Traumatologie
11. | 0483_D1002700048_ Detax_GmbH_FAKE Detax GmbH & Co. KG EU-Richtlinie/ RL Nein/ | 2023- 2026- Gefalscht / dental products, otoplastic products
EU-Directive 93/42/[EWG, | No 04-25 04-20 Fake (see attachment)
Anhang I,
ohne Ab-
schnitt 4
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12. | 0483_N50569-15-8_Prolinx_GmbH_FAKE Prolinx GmbH EU-Richtlinie/ RL Nein/ | 2021- 2024- Gefalscht / Blood glucose monitoring systems (B12, B12
EU-Directive 98/79/EG No 08-18 07-02 Fake LAEN, B13, B14, B15, B16, B17, B18, B19,)
13. | 0483 X4021325269 AMNOTEC_ISO_9001_FAKE AMNOTEC International QM-Norm / ISO Nein/ | 2022- 2025- Gefalscht / Manufacturing and distribution of Medical
Medical GmbH QM-Standard 9001:2015 No 04-24 04-23 Fake and Endoscopic
Instruments, container system and repair
service.
14. | 0483_D1437000001_UNIQA_FAKE UNIQA Dental Ltd. EU-Richtlinie/ RL Nein/ | 2023- 2028- Gefalscht / UNIQA Dental Implants- Systems: Dental
EU-Directive 93/42/EWG, | No 02-18 02-18 Fake Implants, Dental Abutments and Superstruc-
Anhang II, tures
ohne Ab-
schnitt 4
15. | 0483_EAG40034_Bistos_Co_Ltd_FAKE Bistos Co. Ltd. QM-Norm / EN ISO Nein/ | - - Gefalscht / Unidad de Fototerapia
QM-Standard 13485 No Fake
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16. | 0483/D1506234090_ALTOURADSCHOENHEIT_FAKE ALTOURADSCHONHEIT | EU-Richtlinie/ RL Nein/ | 2023- 2027- Gefalscht / Manufacture of cosmetic products, raw
COMPANY EU-Directive 93/42/[EWG, | No 10-16 11-10 Fake materials for cosmetic products an hyaluron-
Anhang II, ic acid
ohne Ab-
schnitt 4
17. | 0483/D1073500016_MK1_Dental FAKE MK1 Dental-Attachment QM-Norm / ENISO Nein/ | 2024- Gefalscht / The MK1 dental precision
GmbH QM-Standard 13485 No 12-26 Fake attachment kit includes two

attachmentsets and is packaged

neutrally without a code. Test Report No.
P22-01748-253161 - Comprehensive testing
of retaining elements for

removable dental prostheses, verifying
compliance with EN ISO 13485 standards
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